Radiation methods and means for testing radiodiagnostic equipment.
Discussed are the requirements for the methods and means of checking the electrical and radiation characteristics of radiodiagnostic equipment at three test levels, i.e. on release from the manufacturer, during the periodic test of the parameters and adjustment and repair in the clinic. Discussed are the description and construction of the simple and contact measuring devices for checking parameters at each level. The capabilities of the devices are compared to those of the series-produced analogs of various firms.